
~

Califorma Institute of Technology

Robert M. Woodhouse, Ph.D
MISR In-Flight Radiometric and Characterization
Subsystem Software CDE
Multi-angle Imaging Science Group

Mail Sto :169-237
TELEP~ONE: (818 354-6168
FAX 818393-461

A+
&

INTE NE : robert.m.woodhouse@  jpl.nasa.gov

TO: abstracts @spie.org
SUBJECT: SD97 (William L. Barnes)
Conference Date: 27 July -1 August 1997

1. SUBMIT TO: SPIE’S  International Symposium on Optical Science, Engineering
and Instrumentation

Conference Title : Earth Observing Systems II
Conference Chair: William L. Barnes

2. ABSTRACT TITLE
In-Flight radiometric calibration of the Multi-angle Imaging Spectro-Radiometer

3. AUTHOR LISTING
Robert M. Woodhouse
Jet Propulsion Laboratory
MS 169-237
4800 Oak Grove Dr.
Pasadena, CA 91109
(818)354-6168
Fax: (818)393-4619
robert.m.woodhouse @jpl.nasa.gov

Co-authors: Carol J. Br-uegge,  Barbara J. Gaitley,  Ghobad Saghri
(all Jet Propulsion Laboratory)

4. PRESENTATION
Oral PresentationFrom  root@jord.jpl.nasa. gov Fri Jan 2408:32:191997

5. ABSTRACT TEXT
The in-flight calibration program for the EOS - AM 1 Multi-angle Imaging SpectroRadiometer

includes on-orbit calibration, characterization of instmnlent  properties and a calibration integrity
process. One of the primary activities of the In-flight Radlometric Calibr~tion  and Characterization
~lFRCC)  group  responsible for the MISR calibration program fit the Science Computing Facility
~SCF) is to produce a data tile called the Ancillaw  Radiomctric Product (ARp). The parameters
that nuke LIp the ARP include pre-tlight  data and give an account of the instrument radiometric
response which ttlong  with other instrument descriptors will bc maintairwd :md updated throughout



. ,
.

. . . .

the mission. Radiance scaling and conditioning processing at the Distributed Active Archive
Center (DAAC) as well as other science data product generation proceed using ARP parameters.
This paper will describe the structure, content, the use of the parameters in the ARP and the context
in which the ARP delivers data to DAAC processing software.
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